A novel dry active electrode for EEG recording.
The design and testing of a "dry" active electrode for electroencephalographic recording is described. A comparative study between the EEG signals recorded in human volunteers simultaneously with the classical Ag-AgCl and "dry" active electrodes was carried out and the reported preliminary results are consistent with a better performance of these devices over the conventional Ag-AgCl electrodes.